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Summary
Wide-neck intracranial aneurysms remain a 
challenge to endovascular treatment. We de-
scribe our experience in repairing wide-neck 
aneurysms of the anterior circulation located at 
arterial branch points using coil embolization 
assisted by Y-stenting using two Solitaire® stents.
Six wide-neck intracranial aneurysms located 
on the middle cerebral artery bifurcation 3, peri-
callosal artery  1, and anterior communicating 
artery  2 were repaired by Y-stent-assisted coil 
embolization using two Solitaire® stents. Four 
cases were incidental findings of aneurysm and 
two cases were previously treated ruptured an-
eurysms that had undergone recanalization.
All the cases were successfully treated without 
complications. Follow-up by digital subtraction 
angiography and magnetic resonance angiogra-
phy at six months showed the stents to be patent 
with no recanalization of the aneurysm sacs.
Repairing wide-neck aneurysms of the ante-
rior circulation by Y-stent-assisted coil emboli-
zation using two Solitaire® stents is a simple 
and safe method of treating complex aneu-
rysms. While the results are promising, larger 
series with longer term follow-ups are needed to 
corroborate that this treatment method is supe-







relatively  low  levels  of  risk. Wide-neck  aneu-
rysms, defined as aneurysms having a neck di-
ameter greater than 4 mm or a sac-to-neck ra-
tio  of  less  than  2 mm,  remain  a  challenge  to 
endovascular  repair,  primarily  because  of  the 
difficulty in keeping the coils  inside the aneu-
rysm sac and the high risk of recanalization 1,2.
embolization  of  wide-neck  bifurcation  an-
eurysms is particularly difficult, and the litera-
ture describes  several  series of  coil  emboliza-
tion assisted by placement of stents in a y con-
figuration to prevent occlusion of the efferent 
arteries  secondary  to  coil  migration.  In  some 
published  cases  at  least  one  of  the  stents  has 
been an open-cell stent 3,4 but in other cases of 
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tered.  The  cervical  internal  carotid  artery 
(ICA)  ipsilateral  to  the  aneurysm was  cathe-
terized  using  two  envoy®  6F  (envoy;  Cordis, 
Bridgewater, New  Jersey, uSA)  guiding  cath-
eters.  A  3d  rotational  angiographic  imaging 
study was carried out through one of the cath-
eters  to  accurately  measure  aneurysm  and 
neck diameter, the parent artery leading to the 
aneurysm,  and  the  efferent  arteries  leading 
away (Figure 1A).
Following  road mapping  using  the working 
projection,  the  first maneuver was  to position 
the  distal  tip  of  the  first  stent  in  the  efferent 
artery  that  was  more  difficult  to  catheterize 
(having  a  more  angular  origin)  (Figure  1B). 
Next, the second stent was inserted across the 
first  until  its  distal  tip  was  positioned  in  the 
more  negotiable  efferent  artery  (Figures  1C, 
2B,  3).  Both  branches  were  catheterized  first 
with an excelsior® Sl-10 microcatheter (90º or 
45º curve) (Target Therapeutics/Boston Scien-
tific,  Fremont,  CA,  uSA)  over  a  Traxcess® 
0.014-inch  microguidewire  (MicroVention, 
Tustin,  CA,  uSA). Afterwards,  the  guidewire 
was  exchanged  for  a Transend®  300  cm  (Bos-
ton Scientific) guidewire, and the delivery mi-
crocatheter  (Rebar®  18,  ev3,  Plymouth,  MN, 
uSA)  was  advanced  to  the  desired  position. 
When  positioned,  the  guidewire  was  with-
drawn  and  the  Solitaire®-stent  was  slowly  in-
serted through the delivery microcatheter.
In  all  cases  the  aim  was  not  to  detach  the 
stents  until  after  they  had  been  deployed  in 
the y  configuration,  and  this  maneuver  ena-
bled us to stabilize the position of both stents 
and avoid unnecessary motion when the deliv-
ery  microcatheter  for  the  second  stent  was 
The  Solitaire®  stent  (ev3,  Plymouth,  MN, 
uSA)  is  a  fully  retrievable,  self-expanding, 
closed-cell  nitinol  stent  designed  to  treat  in-
tracranial  aneurysms  8-12.  use  of  this  type  of 
stent  in  y-stent-assisted  treatment  of  wide-
neck  aneurysms  of  the  posterior  circulation 
has been described 11.
We describe a series of six cases of y-stent-
assisted  remodeling  of  wide-neck  intracranial 
aneurysms  located  at  arterial  bifurcations  of 
the anterior circulation [middle cerebral artery 




Six  patients  were  treated,  five  women  and 
one man,  ranging  from  39  to  80  years  of  age. 
Four  of  the  six  cases  were  unruptured  aneu-
rysms  detected  incidentally  on MRI  for  other 
causes (one had previously undergone coil em-
bolization followed by recanalization), and two 




dual  antiplatelet  therapy  (Adiro  100  mg/d 
and  Plavix  75  mg/d)  was  administered  to  all 
the patients during the three days previous to 
intervention.  Procedures  were  performed  un-
der general anesthesia in the digital angiogra-
phy  room  (Integris  V3000,  Philips,  Best,  The 
Netherlands).
Following  a  bilateral  femoral  approach,  an 
initial dose of heparin (5 000 u) was adminis-
Table 1
A/S L P SS (mm) OR F S/N (mm) mRS
80/M MCA RAC/INC 4×20 & 4×20 1 1 Giant/ 8 0
47/F MCA INC 4×20 & 4×20 2 2 Giant/ 9 0
39/F PA INC 4×20 & 4×20 1 1 6/5 0
50/F ACoA RACl 4×20 & 4×20 1 1 5/4 0
57/F MCA RAC 4×20 & 3×20 1 1 18/9 0
44/F ACoA INC 4×20 & 4×20 1 1 5/4 0
Abbreviations: A/S: Age / Sex. l: Location. MCA: Middle cerebral artery. PA: Pericallosal artery. ACoA: Anterior communicating artery.
P: Presentation. Inc: Incidental. RAC: Recanalization after coiling. RACl: Recanalization after clipping. SS: Stent size. oR: Occlusion rate
(Raymond Scale). 1: Complete occlusion, 2: Neck remnant, 3: Residual aneurysm. F: Six-month follow-up occlusion rate (MRA and DSA).
S/N: Aneurysm size/neck diameter. Giant: Greater than 25 mm. mRS: Modified Rankin Scale. 0 = No symptoms at all. 1 = No significant
disability despite symptoms; able to carry out all usual duties and activities. 2 = Slight disability; unable to carry out all previous activities
but able to look after own affairs without assistance. 3 = Moderate disability requiring some help but able to walk without assistance.
4 = Moderately severe disability; unable to walk without assistance and unable to attend to own bodily needs without assistance. 5 = Severe
disability; bedridden, incontinent, and requiring constant nursing care and attention.










ures  1C,  2B,  3). After  the  stents had been de-
tached  electrolytically,  one  of  the  envoy®  6F 
guiding  catheters  was  withdrawn.  The  aneu-
rysm sac was then catheterized with a Traxcess® 
14 microguidewire and an excelsior® Sl-10 (45º 
curve) microcatheter  through  the other  cathe-
ter positioned in the ICA traversing the cells of 





Scale  13.  There  were  no  instances  of  displace-
ment  of  the  stents  when  the  microcatheters 
were pushed through their cells, and coiling did 
not result  in stenosis of  the stents, nor did  the 
Results
All  six  procedures  were  completed  success-
fully without  complication,  achieving  complete 





The  two  stents  pass  through  each  other  without  difficulty, 
protecting  both  branches  of  the MCA  distal  to  the  aneu-
rysm. C) With the stents in place, coil embolization results in 
complete occlusion of the aneurysm sac.
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coils  migrate  through  the  cells.  No  arterial 
spasm,  rupture,  or  thromboembolic  complica-
tions occurred  in any of  the cases.. All  the pa-
tients  were  awakened  two  hours  afterwards, 
hemodynamically stable and free of focal neu-
rological deficits. Patients were discharged four 




netic  resonance  angiography  and  a  neurologi-
cal examination. Follow-up imaging did not re-




it  had  been  attached  to  the  pusher  catheter) 





cular  pathologies  of  the  brain  is  growing  in-
creasingly  commonplace  in  ordinary  practice 
at interventional neuroradiology units.





Some  series  reported  in  the  literature used 
at  least  one  of  the  stents  in  y-stent-assisted 
wide-neck  arterial  bifurcation  aneurysm  re-
pair was an open cell  stent 3,4. Reported cases 
of y-stenting using closed cell stents in the an-
terior  circulation  involved  enterprise®  stents 
(Cordis endovascular; Miami lakes, Fl, uSA) 






pared  with  other  commercially  available  in-
tracranial  stents, namely,  it  is  fully  retrievable 
and self-expanding while affording high radial 
strength,  good  wall  apposition,  and  good 
maneuverability  16.  Its  inherent  attributes  and 
the wide range of available sizes mean that this 
stent  can  be  inserted  into  even  small  arteries 
like the pericallosal artery 8.













stents,  and  the  efferent  arteries  being  unim-
peded 17.
The  good  results  achieved  in  our  series,  to-
gether with those achieved in other similar se-
ries,  suggest  that  this method of  treatment  af-




rate  that  this  treatment method  is  superior  to 
other techniques.
digital  subtraction  angiography  and magnetic 
resonance angiography at six months and in all 
cases  showed  the  patency  rate  of  the  stents 
and  the  occlusion  rate  of  the  coil-embolized 
aneurysm  sacs  to  be  angiographically  stable. 
ToF MRI displayed a paramagnetic artifact at 
the  proximal  end  of  the  stent  where  it  had 
been  attached  to  the  pusher  catheter 12 which 
only  hindered  visualization  of  the  proximal 
section of the parent artery, with visualization 
of  the  aneurysm  sacs,  the  distal  ends  of  the 
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